ATEHTCTBO

IO CTAHAAPTU3ALIMN, METPOJIOTUH, CEPTUPUKALINN
¥ TOPTOBOM UHCIIEKLIUM ITPU ITPABUTEJILCTBE

PECITYBJIMKM TAJUKMKUCTAH
(TAJUKUKCTAH/JIAPT)

CEPTUOHUKAT

TJ M 0 NPH3HAHHH YTBEPXICHHOro THIA CPEICTB H3MepeHHi

THE CERTIFICATE ON RECOGNITION OF THE

APPROVED TYPE OF MEASURING INSTRUMENTS
RU.C.999.A Ne 969

Cpox peiicreus g0 18 asrycra 2026r.

Hacrosmuii cepTuUKaAT YIOCTOBEPSET, YTO HA OCHOBAHUH TTOTIOKHTEIILHBIX

pesynsTaToB 3Kcnieptussl HTJl npu3HaH yTBepXAEHHbINH THIT TpancdopMaTopoB
roka TJIII-10

(HAMMEHOBAHHUE CPEACTBA UMEPEHHI)

000 Daexrpomnt-K», baosmnuckuii p-u, Kaayxkckas 06, Poccuiickan ®eiepanus

(HauMeHOBaHHE NIPEANTPUSTHA-H3TOTOBHTENA)
KOTOpBIH  3aperucTpupoBaH B ['OCylapcTBEHHOM peecTpe Cpe/ICTB U3MEPEHHUH
o Ne TJ.04-969-23 u nonymeH K npuMeHenuio B Pecnybmike Tampkukucras.
Ilpn oskciuryatalMu CpeAcTBa U3MEPEHHHM moiexar ols3aTelbHOM
rocyapCTBEHHOM MOBEPKE.
MexnoBepo4YHbIit HHTEPBAJ YCTAHORBJICH ITPU YTBEPKACHUU THUIA — 4 roja.
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